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premarket notification must still sub-
mit a premarket notification to FDA 
before introducing or delivering for in-
troduction into interstate commerce 
for commercial distribution the device 
when: 

(a) The device is intended for a use 
different from the intended use of a le-
gally marketed device in that generic 
type of device; e.g., the device is in-
tended for a different medical purpose, 
or the device is intended for lay use 
where the former intended use was by 
health care professionals only; 

(b) The modified device operates 
using a different fundamental sci-
entific technology than a legally mar-
keted device in that generic type of de-
vice; e.g., a surgical instrument cuts 
tissue with a laser beam rather than 
with a sharpened metal blade, or an in 
vitro diagnostic device detects or iden-
tifies infectious agents by using 
deoxyribonucleic acid (DNA) probe or 
nucleic acid hybridization technology 
rather than culture or immunoassay 
technology; or 

(c) The device is an in vitro device 
that is intended: 

(1) For use in the diagnosis, moni-
toring, or screening of neoplastic dis-
eases with the exception of 
immunohistochemical devices; 

(2) For use in screening or diagnosis 
of familial or acquired genetic dis-
orders, including inborn errors of me-
tabolism; 

(3) For measuring an analyte that 
serves as a surrogate marker for 
screening, diagnosis, or monitoring 
life-threatening diseases such as ac-
quired immune deficiency syndrome 
(AIDS), chronic or active hepatitis, tu-
berculosis, or myocardial infarction or 
to monitor therapy; 

(4) For assessing the risk of cardio-
vascular diseases; 

(5) For use in diabetes management; 
(6) For identifying or inferring the 

identity of a microorganism directly 
from clinical material; 

(7) For detection of antibodies to 
microorganisms other than 
immunoglobulin G (IgG) or IgG assays 
when the results are not qualitative, or 
are used to determine immunity, or the 
assay is intended for use in matrices 
other than serum or plasma; 

(8) For noninvasive testing as defined 
in § 812.3(k) of this chapter; and 

(9) For near patient testing (point of 
care). 

[65 FR 2314, Jan. 14, 2000]

Subpart B—Cardiovascular 
Diagnostic Devices

§ 870.1025 Arrhythmia detector and 
alarm. 

(a) Identification. An arrhythmia de-
tector and alarm is a system that mon-
itors the electrocardiogram and is de-
signed to produce a visible or audible 
signal or alarm when an atrial or ven-
tricular arrhythmia, such as a pre-
mature contraction or ventricular fi-
brillation, exists. 

(b) Classification. Class III (premarket 
approval). 

(c) Date PMA or notice of completion of 
a PDP is required. No effective date has 
been established of the requirement for 
premarket approval. See § 870.3. 

[45 FR 7907–7971, Feb. 5, 1980, as amended at 
52 FR 17736, May 11, 1987]

§ 870.1100 Blood pressure alarm. 
(a) Identification. A blood pressure 

alarm is a device that accepts the sig-
nal from a blood pressure transducer 
amplifier, processes the signal, and 
emits an alarm when the blood pres-
sure falls outside a pre-set upper or 
lower limit. 

(b) Classification. Class II (perform-
ance standards).

§ 870.1110 Blood pressure computer. 
(a) Identification. A blood pressure 

computer is a device that accepts the 
electrical signal from a blood pressure 
transducer amplifier and indicates the 
systolic, diastolic, or mean pressure 
based on the input signal. 

(b) Classification. Class II (perform-
ance standards).

§ 870.1120 Blood pressure cuff. 
(a) Identification. A blood pressure 

cuff is a device that has an inflatable 
bladder in an inelastic sleeve (cuff) 
with a mechanism for inflating and de-
flating the bladder. The cuff is used in 
conjunction with another device to de-
termine a subject’s blood pressure. 
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